Patient-Specific 3-Dimensional–Bioprinted Model for In Vitro Analysis and Treatment Planning of Pulmonary Artery Atresia in Tetralogy of Fallot and Major Aortopulmonary Collateral Arteries

Martin L. Tomov, PhD; Alexander Cetnar, BS; Katherine Do, MS; Holly Bauser-Heaton, MD, PhD;* Vahid Serpooshan, PhD*

Background—Tetralogy of Fallot with major aortopulmonary collateral arteries is a heterogeneous form of pulmonary artery (PA) stenosis that requires multiple forms of intervention. We present a patient-specific in vitro platform capable of sustained flow that can be used to train proceduralists and surgical teams in current interventions, as well as in developing novel therapeutic approaches to treat various vascular anomalies. Our objective is to develop an in vitro model of PA stenosis based on patient data that can be used as an in vitro phantom to model cardiovascular disease and explore potential interventions.

Methods and Results—From patient-specific scans obtained via computer tomography or 3-dimensional (3D) rotational angiography, we generated digital 3D models of the arteries. Subsequently, in vitro models of tetralogy of Fallot with major aortopulmonary collateral arteries were first 3D printed using biocompatible resins and next bioprinted using gelatin methacrylate hydrogel to simulate neonatal vasculature or second-order branches of an older patient with tetralogy of Fallot with major aortopulmonary collateral arteries. Printed models were used to study creation of extraluminal connection between an atretic PA and a major aortopulmonary collateral artery using a catheter-based interventional method. Following the recanalization, engineered PA constructs were perfused and flow was visualized using contrast agents and x-ray angiography. Further, computational fluid dynamics modeling was used to analyze flow in the recanalized model.

Conclusions—New 3D-printed and computational fluid dynamics models for vascular atresia were successfully created. We demonstrated the unique capability of a printed model to develop a novel technique for establishing blood flow in atretic vessels using clinical imaging, together with 3D bioprinting–based tissue engineering techniques. Additive biomanufacturing technologies can enable fabrication of functional vascular phantoms to model PA stenosis conditions that can help develop novel clinical applications. (J Am Heart Assoc. 2019;8:e014490. DOI: 10.1161/JAHA.119.014490.)

Key Words: cardiovascular disease • cardiovascular research • catheterization • pulmonary artery stenosis • tissue engineering
Clinical Perspective

What Is New?

• Additive biomanufacturing technologies such as 3-dimensional printing and bioprinting were paired with clinical imaging methods and computer fluid dynamics modeling to produce functional vascular phantoms to model cardiovascular conditions that can help develop novel clinical applications.

• Bioprinted phantoms allow for in vitro investigation of disease processes that would otherwise not be possible because of patient and animal model variability.

What Are the Clinical Implications?

• The in vitro patient-specific phantoms presented here can be used to model complex surgical interventions, such as repair of tetralogy of Fallot with major aortopulmonary collateral arteries, or other cardiovascular pathologies, such as pulmonary artery atresia, severe pulmonary vein stenosis, or total occlusive coronary lesions in a reproducible and high throughput manner.

• Our functional phantom can offer effective means to address various cardiovascular conditions, leading to improved patient outcomes in the future and more faithful in vitro disease models for novel drug and/or procedure development.

Additionally, the mechanism for stenosis along the length of these abnormal vessels is unpredictable, leading to lifelong complications secondary to distal stenosis and potential atresia of PA segments.1,3,9,10

Surgical and transcatheter intervention following even superb surgical PA anastomosis is not rare.9 These distal stenoses are not only difficult to reach via surgical intervention but are notorious for persistence even after transcatheter balloon angioplasty, which is the current standard-of-care intervention. Further complicating the treatment is the requirement to maintain equal and low pressure in all lung segments, which is critical for low pulmonary vascular resistance and prevention of RV hypertension.11 Thus, methods for potential rehabilitation, including transcatheter techniques, need to be evaluated and further developed to salvage the distal vasculature with the goal of preserving all segments of the pulmonary vascular system.9,12 Given the complexity of distal PA stenosis in this patient population, modeling and procedural innovation is necessary to treat these stenoses effectively. Patient variation is wide and a "one approach fits all" is not possible in this population, thus highlighting the need for patient-specific modeling.

To date, additive manufacturing and, in particular, 3-dimensional (3D) printing techniques have emerged as robust engineering tools to create a variety of high-fidelity 3D models for both education and research.13 Most common printing modalities used for these purposes include extrusion- and stereolithography-based printing systems. Extrusion 3D printers can utilize a wide range of materials, including common thermoplastic polymers, some with Food and Drug Administration approval (eg, biodegradable polyactic acid and polyvinyl alcohol polymers).14 A main drawback to extrusion techniques is the lack of sufficient print resolution. In contrast, laser-based stereolithography 3D printers benefit from faster crosslinking processes since the entire layer is formed/cured simultaneously and at higher resolutions. Major drawbacks of stereolithography printing are the relatively limited range of photocurable resins, the extensive postprocessing steps that are usually not compatible with biological materials, and the associated costs. In addition to conventional 3D printing methods, capable of generating synthetic (nonbiological) constructs, 3D bioprinting has recently enabled fabrication of live, functional tissue and organ mimics for a variety of research and training applications in the basic sciences and medical fields.

When leveraged toward biomedical and clinical applications, 3D printing (and bioprinting) can generate accurate models of patient pathologies based on commonly used medical imaging tools such as magnetic resonance imaging, computed tomography (CT), or x-ray angiography (XA). These patient-specific 3D-printed models and phantoms of target tissues and organs have shown great potential in improving our understanding of the pathophysiology of the disease and also aid in the potential development and optimization of current surgical treatments.15–21 In the case of TOF with MAPCAs, in particular, 3D-printed models can aid in the visualization of the precise 3D configuration of collaterals and native PAs. This is vital for studying the defect and planning corrective surgeries. However, 3D in vitro models of stenotic PAs that are capable of vascular perfusion currently do not exist. Conventional 2-dimensional and 3D vascular models have shown suboptimal capacity in representing the dynamic and complex tissue microenvironment, and animal models are less tractable with respect to genetic and environmental manipulations, complicating their translation into clinical therapies.22,23

Here, we begin with patient-specific CT data of a neonatal patient with TOF with MAPCAs, naive to surgical or catheter-based intervention, where we were able to create a 3D representation of the aorta and pulmonary vasculature, including the pathological MAPCA connections. These vessels were subsequently 3D printed to produce an anatomically accurate, 3D in vitro model of the vasculature, capable of perfusion under clinically relevant conditions. Additionally, an adolescent patient with TOF with dual-supply MAPCAs that were attached only through distal intraparenchymal
connections underwent imaging with 3D rotational XA in the cardiac catheterization laboratory. We then engineered an abstracted in vitro model that was used to simulate a proposed recanalization technique to treat nearly atretic vessels in which antegrade flow has been lost as a result of MAPCA stenosis and ultimate involution. Using state-of-the-art bioprinting and tissue engineering approaches, these platforms can form the basis for design and manufacturing 3D replicas of patient vasculature with specific cardiovascular conditions that could then be extrapolated into functional clinical phantoms useful in surgical procedure training and exploration of novel techniques, as well as a basis for disease modeling.24

Methods
Detailed methods and 3D models for the purposes of reproducing the results and procedures can be made available upon request to the corresponding author. The institutional review board at Emory University granted a waiver for this work.

Generation of Patient-Specific 3D Digital Models of Pulmonary Vasculature—3D Printing of Synthetic PA Models
Starting with a CT of vasculature from a patient with TOF and MAPCA, we extracted the 3D information that allowed us to generate the digital 3D model (stereolithography file) of the pulmonary vascular system. For this purpose, images of a neonate (aged 3 days) and an adolescent (aged 14 years) with MAPCA were used. The 3D reconstructions were hollowed using an Autodesk Meshmixer 3D modeling program to generate a shell thickness of 1 mm that could be used to perfuse the printed models. Following stereolithography creation, the right PAs of the neonate patient were 3D printed on a Form 2 stereolithography printer (Formlabs) using 2 distinct resins including the Flexible Resin and Clear (hard) Resin. Postprocessing to prepare the models involved 3 washes of 20 minutes each in pure isopropanol to remove residual noncrosslinked resin, followed by thorough drying and removal of any supports. Finally, the cleared models were UV cured for 20 minutes to stabilize their shape and physical properties, such as clarity (Clear Resin) or flexibility (Flexible Resin). Printed PA models were imaged and compared with the conventional patient’s angiographic images. For our adolescent patient, images were obtained from a selective right PA angiogram with 3D rotational angiography utilizing breath hold and cardiac pacing to eliminate artifact. Using Vitrea (Toshiba) software, a stereolithography file was rendered and 3D printed on the Form 2 stereolithography printer using the Flexible Resin and Clear Resin. Printed constructs were imaged in the catheterization laboratory using XA with selective injections of contrast agent into the vascular structure to visualize the distal vascular connections to verify that our phantoms could be imaged via clinically relevant techniques.

Based on parameters gleaned from both patients, a simplified design of the in vitro phantom simulating PA atresia was generated by isolating (cropping) the 3D digital model containing a reconstructed PA and a now atretic MAPCA, from the complex anatomical model of the adolescent patient (Figure S1). Based on the generated stereolithography model, synthetic phantoms were 3D printed by the Form 2 printer, using Flexible Resin, Clear (hard) Resin, and Elastic Resin. Following printing, models were UV cured and the support structures subsequently removed. For one design of these models, an extraluminal connection (canalization) was simulated by printing a hollow channel (3.5 mm lumen) in the synthetic phantoms, followed by stenting. The connection was tested by (manually) perfusing buffer solution through the vascular structure. Based on these procedures we were able to generate an in vitro model that incorporates the critical pathological areas of distal vasculature seen in TOF with MAPCAs to be used for further in vitro studies.

GelMA Bioink Preparation
Gelatin methacrylate (gelMA) was prepared as previously described.25,26 Briefly, porcine gelatin (Sigma) was modified with methacrylic anhydride (Sigma) at 50°C for 3 hours. The functionalized gelatin was cleared of unreacted methacrylic anhydride via reverse osmosis, lyophilized, and stored away from light at −20°C until use.25,26 To prepare the gelMA concentration that was used to generate the PA phantom, we reconstituted 1 gram of lyophilized gelMA into 5 mL of 1X sterile PBS, to a final concentration of 20% (w/v) gelMA solution. The mixture was heated at 60°C for 30 minutes to fully dissolve the gelMA into the PBS. Subsequently, 0.5% (w/v) of Irgacure (Sigma-Aldrich) photoinitiator was added to the solution. The bioink was stored away from ambient light at 4°C until use.

Fabrication of Hybrid Biological PA Phantoms
The simplified stereolithography model simulating the PA geometry was generated as described above and used to 3D bioprint biological phantoms. The manufactured hybrid phantoms comprised 2 main parts: (1) a biological part, which was generated using gelMA hydrogel, via either casting or 3D bioprinting methods (25 × 14 × 7.5 mm); and (2) a 3D-printed synthetic housing made from the Formlabs’ Flexible Resin, which housed the gelMA block. The gelMA block contained 2
parallel vessels (at 7.5 mm distance from each other) mimicking the atretic PA and an MAPCA. The vessel representing the PA was an open, thorough channel (25 mm in length), enabling perfusion through the construct, and the atretic artery, or occluded MAPCA, was simulated by a channel closed two thirds through the structure (17.5 mm in length). These vessels were both 2 mm in diameter, which is an average diameter of distal target vessels in pediatric patients with TOF and MAPCA. The 3D-printed polymeric housing allowed for inlet and outlet barbed connectors to securely connect to the device and to introduce the sheath, which then served as the entry point for the materials used for anastomosis in our proposed model (Figure S2).

The 20% gelMA solution was either cast (2.5 mL of gelMA was manually pipetted) or 3D bioprinted using a Bio X bioprinter (CELLINK) into the customized housing, followed by UV crosslinking at 80 mW/cm² for 10 minutes. A microscope slide and a glass coverslip were attached (glued) to cover and seal the bottom and top surfaces, respectively, which also helped to keep the models sterile. Perfusion outlets were 18G blunt needles (Nordson) with luer locks for easy and reliable connection to our perfusion tubing assembly and bioreactor, which were inserted into the 3D-printed housing. Constructs were sealed with Parafilm and stored at 4°C in the fridge until use.

### In Vitro Vessel Anastomosis Procedure to Connect Atretic Vasculature

The perfusable bioprinted PA model was used to simulate a proposed interventional procedure to treat distal PA atresia. The perfusible vessel was first engaged with a sheath and imaged with Omnipaque (GE Healthcare) under fluoroscopic guidance and images were obtained utilizing biplane fluoroscopy (Toshiba). The atretic vessel was cannulated under direct fluoroscopic visualization with a coronary total occlusion wire (Pilot 1.5 g, Abbott) and a microcatheter (Turnpike, Teleflex). Subsequently, a 4F glide catheter (Terumo) was passed along the coronary wire with the microcatheter for a coaxial system to create a position for soft wire probing. A runthrough 0.14” coronary wire (Terumo) was carefully passed into the atretic vessel lumen and the connection was subsequently established with a 3 x 15 mm stent (Promus Premier Everolimus-Eluting Stent, Boston Scientific Corporation). Repeat angiography was used to examine flow within vascular lumens. The procedure was performed on the benchtop (Video S1 and Figure S3) for phantom optimization and repeated in the cardiac catheterization laboratory to simulate the clinical setting (Figure S2 and Video S2). Anastomosed vessels were then manually perfused with contrast agent (Omnipaque, Novaplus) postprocedure for at least 30 seconds to verify restored flow into both vessels.

### Computational Modeling of Flow in Recanalized Vascular Model

A geometrically representative CAD model of a recanalized PA model was designed (Fusion 360, Autodesk Inc), meshed, and analyzed (ANSYS Fluent, ANSYS, Inc). Inlets and outlets were 2 mm in diameter. The recanalized connection was assumed to be 3 mm in diameter at a 45° angle from the direction of flow. A mesh of >200k elements was constructed via a CellCut assembly method. Mesh solutions were considered convergent when successive mesh velocities differed by <5%. A laminar viscous solver (Navier-Stokes based) was evaluated for whole fetal blood rheological properties in a time-varying, pulsatile flow waveform. For boundary conditions, an inlet velocity and pressure outlets were prescribed. The pulsatile waveform used for the inlet is representative of clinical velocities of neonatal PA over 3 cardiac cycles (60 time steps per cycle). Constant outlet pressures (5 mm Hg) were applied at both outlets based on clinical estimates. Whole fetal blood applied constant mass density (1.06 g/cm³) with a nonlinear Carreau viscosity model (time constant: 3.313 seconds, power-law index: 0.3568, zero shear viscosity 0.056 P; infinite shear viscosity: 0.0035 P). Vascular walls were assumed rigid with no-slip boundary conditions.

### Results

We used CT and XA imaging data acquired during presurgical preparation to generate 3D models of patients with PA (Figure 1A and 1B, respectively). Using these images, digital models of pulmonary vasculature were constructed for both neonate (aged 3 years) (Figure 1C) and adolescent (aged 14 years) (Figure 1D) patients, with resolution that allowed for vascular network and vessel lumen reconstruction, recapitulating those of the in vivo conditions.

Multiple synthetic (resin-based) models were reliably printed for neonatal and adult patients with minimal postprocessing required, while still maintaining high-fidelity patient 3D cardiovascular structures (Figure 1E and 1F). The protocol to generate these anatomically accurate synthetic phantoms was streamlined to take 2 to 3 days to complete, starting with the clinical data, through 3D model design and optimization, and concluding with testing the manufactured vasculature mimics for retained perfusion capabilities. While somewhat long, our proposed pipeline is still within the time frame to be suitable for use as a clinical aid in future planning surgical interventions. Resins used to print synthetic PA models include high resolution (Clear Resin, Figure 1E-1 and 1F-1), highly flexible (Elastic Resin, data not shown), and a compromise between high detail and flexibility (Flexible Resin, Figure 1E-2 and 1F-2). The Clear Resin was ultimately chosen.
as the main synthetic material to print the PA models as it allowed for visualization of the vasculature and flow. The Flexible Resin was used to produce the phantom housings for the in vitro devices. The Elastic Resin, while able to create highly flexible models, did not provide distal resolution comparable to the other inks and resulted in blocked distal vessel lumens.

While CT-based stereolithography models and prints resulted in distal fusions of the PAs and veins (Figure 1C and 1E), 3D rotational XA imaging of printed TOF with MAPCA models in the cardiac catheterization laboratory generated pristine visualization of the distal vascular connections and spatial resolution of the nearly atretic vessel in an adolescent patient who underwent prior unifocalization and conduit placement (Figure 1G and 1H). We did note after generation of the stereolithography file and printing that the external smaller vasculature was not smooth in contour; however, the internal vasculature upon injection closely recapitulated the contour of the angiogram. The XA-based printed constructs closely resembled selective injections of the MAPCAs.
performed on the same neonate patient 3 weeks earlier in the cardiac catheterization laboratory (Figure S4 and Video S3). The 3D reconstruction and prints highlighted each patient’s right PA and the connections to the atretic beak (Figure 1H, arrows), which represented the previously ligated MAPCA. This vessel became the target for potential rehabilitation and was chosen for our in vitro device design for recanalization.

To make the phantom more applicable as a generalized in vitro tool to test proposed procedures and to improve its reproducibility, we simplified the in vitro PA device to only recapitulate the most important aspects of the proposed recanalization procedure. The simplified PA phantom consisted of an occluded (atretic MAPCA) and an open (PA) vessel with a 3-mm lumen for both (Figure 1l through 1K). The lumen diameter and the length of target vessels were kept within the range that was deemed suitable for clinical intervention. This model was utilized to simulate an extraluminal canalization procedure between the 2 vessels by printing a 3.5-mm hollow channel and subsequently stenting the connection (Figure 1K, middle and bottom). The connection was tested by (manually) perfusing buffer solution through the canalized structure (Videos S1 and S2).

Biological phantom models were 3D bioprinted or cast using 20% gelMA as bioink, while closely mimicking the lumen diameter of the native vasculature (Figure 2A and 2B). GelMA constructs were stabilized during the fabrication processes, using sacrificial pluronic, and postprinting, during the flow experiments, using a printed synthetic housing chamber (Figure 2C). The synthetic-printed bioreactor housing allowed for applying homeostatic flow rates to the construct, retained the shape and geometry of soft hydrogel, and created a reproducible perfusion setup that is reliable and scalable towards high-throughput tissue manufacturing (Figure 2C).

These hybrid phantoms of PA pathology were subsequently employed to test a model vascular anastomosis (unifocalization) procedure to recanalize the atretic artery (Figure 2D and 2E; Figure S3). To validate our phantom for recanalization success, we conceptualized a novel PA atresia treatment, where vessel anastomosis to a functional blood supply network is achieved and stabilized via a modified stent bridge (Figure 2D). While initial trials failed because of extensive damages to the vascular structure, optimized procedural technique ultimately proved successful to bridge the 2 vessels and restore robust, steady flow from the functional vessel into the target atretic vessel (Figure 2E, Figure S3; Videos S1 and S2). Using this method, we demonstrated that the proposed catheter-based recanalization approach could be used, without significant damages to the vascular structure, to reestablish flow in occluded vessels (Figure 2E). Following conducting the procedures on the benchtop (Figure S3 and Video S2), performing the technique in the cardiac catheterization laboratory under imaging guidance improved the method with regards to enhanced control and clinical relevance (Figure 2E and Video S1).

In addition to experimental work, we also present here a computational fluid dynamics (CFDs) model of the recanalized PA platform that was designed and utilized to predict blood flow patterns through the recanalized vasculature. Spatial and temporal values of velocities (vector and streamline) and wall shear stress were calculated (Figure 2F; Videos S4 and S5). The pulsatile PA cardiac waveform, ranging from 16 to 25 mm/s, used in the CFD model recapitulated the blood flow in the neonatal PA case over 3 cardiac cycles. Our model predicted peak flow velocities of 41 mm/s through the vascular structure, with maximum velocity before the anastomosis point. Flow is adequately divided at the bifurcation without significant preference for one outlet. During the deceleration phase of systole, flow recirculation is predicted at the connection’s flow entrance (Figure 2F, III).

**Discussion**

With the recent advancements in the field of tissue engineering and biomaterials, specifically 3D printing and bioprinting, there is a growing interest in the development of in vitro patient-specific phantoms to model complex surgical interventions, such as TOF with MAPCA repair, or other cardiovascular pathologies, such as pulmonary vein stenosis or total occlusive coronary lesions. Enhanced fidelity and resolution, and an expanded range of materials (inks) used in modern 3D (bio)printers have further allowed tissue engineers to develop faithful replicas of patient tissues and organs to inform patients, surgical teams, and other healthcare professionals. While models like this could be done in synthetic materials, resin and thermoplastics cannot adequately support phantom cellularization, specifically in vitro cellular remodeling, as they lack the physiomechanical properties to recapitulate the native tissue microenvironment. Further, the demonstrated interventional procedure would not be possible in a synthetic model. GelMA, on the other hand, has been repeatedly shown to mimic soft tissue stiffness and supportive cell attachment, function, and remodeling in cellularized constructs for long periods of time. Such constructs can then also be used to model disease pathology and progression or to design and develop novel treatments and implants. Combining such models with patient-specific stem cell–derived cardiac cells, such as cardiomyocytes and endothelial cells, can incorporate the genetic and epigenetic information of the patient into the in vitro platform and further enhance their application for various disease modeling. In patients with TOF with MAPCAs, severe stenosis of the PA vascular tree alters flow in the other vasculature segments, which can have adverse effects on lung function and cardiovascular health as a result of elevated RV pressure of
the patient in general. Thus, intervention to repair or alleviate the condition must be performed as early as possible, usually no later than early childhood, in an effort to preserve the unobstructed lung segments. The goal of such treatments is, therefore, preservation of flow in all lung segments with equal PA pressure to lead to ultimate preservation of total pulmonary vascular resistance. Thus, in our in vitro model, we focused on vessel sizes that would be prime candidates for intervention, such as recanalization or unifocalization, in a pediatric patient. Further, we wanted to
mimic the lack of flow in the affected vasculature and the complexity of blood flow restoration. This model allows future studies of flow patterns following establishment of vascular connections via our proposed procedure. The designed synthetic housing for the phantom would allow long-term perfusion of the PA constructs using bioreactor systems.

To assess the feasibility of our approach, we presented an in vitro model for vascular atresia that was successfully developed to allow anastomosis to neighboring vessels. A model technique for establishing blood flow in atretic vessels was developed using patient CT and 3D rotational data, combined with 3D printing and bioprinting methods. While CT is widely used in procedural planning in this patient population, we found it particularly challenging to have adequate resolution between major aortopulmonary collaterals and adjacent pulmonary veins. Selective injection in the vascular structure with 3D rotational angiography provided this spatial resolution and resulted in pristine visualization of the atretic MAPCA. Printing complex vascular anatomy at adequate resolution and fidelity was achieved and allowed for further development and practice of interventional procedures that can be clinically applicable in the future. As vessel anastomosis is a complicated procedure, we ensured that our model can be clinically applicable in the future.

A potential application of this hybrid approach would be to generate a model of the pathology to be used as a training tool in a surgical/transcatheter intervention.46,47 Generation of an in vitro model in this particular cardiovascular condition (TOF with MAPCAs with atretic arteries), in which no specific animal models exist, allows for investigation of disease processes that would otherwise not be possible because of patient and animal variability. Combining additive manufacturing, tissue engineering, and surgical interventions with a robust CFD model can produce effective means to address various cardiovascular conditions, leading to improved patient outcomes in the future and more faithful in vitro disease models for novel drug and procedure development.

**Study Limitations**

Despite the great potential for improved patient outcomes, it remains a challenge to combine clinical data, additive manufacturing, tissue engineering, and disease modeling into the same ecosystem to aid in clinical outcomes or basic research. Translating patient data into printable 3D models requires specific skill sets and expertise that are not always readily available among surgical and basic science research teams. Particularly in the field of cardiovascular disease modeling, as a result of the complexities of the vascular anatomy, developing suitable stereolithography models...
requires advanced cardiology and radiology rendering skills. We predict that difficulty in generating such patient-specific models will be a major limitation to incorporating 3D-printed and bioprinted components in surgical preperation/planning and disease modeling. The resolution of clinical CT imaging techniques also leaves challenges for 3D printing as detection of vascular walls within structures, such as pulmonary veins and arteries, can be difficult. Rotational angiography, as an alternative imaging modality, for printing adds clarity as different parts of the structure are injected separately and thus resolution is improved. This technique should be interpreted with care, however, as stereolithography generation requires a shell to be created, which ends in external vascular artifact. The internal vasculature remains the same as the selective angiogram performed in the patient vascular structure.

Conclusions

In the case of bioprinted, biological phantoms, there are multiple challenges on cellularization of such bulk tissue constructs, maintaining printed cell viability and function (enabling effective diffusion/transfer of nutrients and oxygen), and long-term perfusion of constructs in vitro. It is a nontrivial approach to anastomose 2 vessels at these diameters without significant vessel/cell damage in both in vitro and in vivo settings. Preventing hemorrhage during anastomosis, mitigating potential stenosis formation, and addressing material/ink selections to fabricate a biodegradable, functional conduit must be accounted for in the future development of interventional methods using these platforms as we progress towards in vivo applications. We are aware that the presented CFD model is, of necessity, a simplified state of in vivo conditions, but we plan to expand and enhance this part of the proposed intervention planning in future works to include complex vasculature stereometry and different mechanical parameters of the walls, and also model a separate conduit that would be used to recanalize the 2 vessels.

Acknowledgments

We are grateful for the expert technical assistance and help provided by Sassan Hashemi and Timothy Slesnick.

Sources of Funding

This research was funded by National Institutes of Health grant number R00HL127295 and Emory University School of Medicine (Pediatric Research Alliance Pilot Grant and the Dean's Imagine, Innovate and Impact [I3] Research Award).

Disclosures

None.

References


SUPPLEMENTAL MATERIAL
Figure S1. Schematic demonstration of the use of the novel 3D bioprinted model (right) to recapitulate the vascular atresia based on the anatomical data obtained from Tetralogy of Fallot (TOF) with major aortopulmonary collateral arteries (MAPCAs) patient (left).

Bioengineered pulmonary artery atresia model is subsequently used to develop and optimize an anastomotic technique to establishing flow in atretic vessels.
Figure S2. Complete experimental set-up of the pulmonary artery phantom, ready for stenting.

Key parts (I-VI) are highlighted, including the connection to the pump, inserted catheter and flow collector tube.
Figure S3. Process flow for the benchtop stenting procedure.

The major steps in the stenting procedure described in Figure 2E (1-8) were initially optimized in a benchtop setting prior to translating the phantom for use in an operating room.
Figure S4. Patient vasculature visualization.

Adult pulmonary artery atresia patient was injected with contrast to delineate vascular anatomy, which was then used as a benchmark quality control when developing our 3D printed phantoms.
Supplemental Movie Legends:

**Movie S1. Benchtop video of PA phantom stenting procedure.** Best viewed with Windows Media Player.

**Movie S2. Catheterization lab video of PA phantom stenting procedure.** Best viewed with Windows Media Player.

**Movie S3. Contrast video of MAPCAs *in vivo*.** Best viewed with Windows Media Player.

**Movie S4. Velocity streamlines of recanalized model flow.** Best viewed with Windows Media Player.

**Movie S5. Velocity vectors of recanalized model flow.** Best viewed with Windows Media Player.